[Determination of the cross-sectional shape and dimensions of capillaries made of C-100 cellophane film].
Mechanical properties of the cellophane film used for hollow fibres have been investigated. A method of determining a cross-section area of blood and dialysate capillary canals in an artificial kidney is proposed.